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rubber tubing- of small bore. To permit of simul-
taneous communication between the bottle y, the
burette A and the correction tube j?, the stopcock
is removed from the collar, and both, ends of tlieopen.-

FIG. 41.

ing are closed with short rubber stoppers, which are
held in place by a \yire ligature passed around them.
To determine with the aid of the apparatus thus
arranged the amount of a gas which is set free when